[Application of cross-correlation analysis to model transfer of near infrared spectrum].
Model transfer was studied by cross-correlation in near infrared spectrum. The hypothesis is that there exists an inherent proportional constant between the two spectra for model building measured by two different spectrometers after cross-correlation analysis is put forward and approved. The compatibility of the two models is enhanced after using the proportional constant. So the good results were obtained.